[Selection of voltage control stages in x-ray diagnostic apparatus].
After analysis of exponential dependence of the exposure dose in the plane of an X-ray radiation receiver, some empiric relations were obtained between changes of the n-exponent and the voltage and the absorber's thickness. The author gives series of recommended voltage steps derived by the proposed method for X-ray diagnostic apparatus.